The advent of home blood glucose monitoring revolutionized diabetes management and the recent introduction of both wearable devices and closed loop continuous systems have impacted
2 electrochemical glucose sensor for in situ monitoring. Collagen, the main component of native extracellular matrix (ECM) in humans and animals, was used to fabricate an in situ gellable selfsupporting electroconductive hydrogel that can be injected onto an electrode surface or into porcine meat to detect glucose amperometrically. The study provides a proof of principle of an injectable electrochemical sensor suitable for monitoring tissue glucose levels which may, with further development, prove clinically useful in the future.
Diabetes is the fastest growing chronic disease in the World; a 56% increase in incidence is predicted by 2040, resulting in 642 million people being afflicted (International Diabetics Foundation's-IDF 2016). 1 Increased blood glucose levels lead to severe complications and the disease currently afflicts around 6% of the world's population, i.e. 415 million diabetics worldwide, half of which remain undiagnosed (IDF 2016). 1, 2 52 million people in Europe or 8.1%
of the population have diabetes and their healthcare costs are at least double that of non-diabetics.
Asia (China and India) now has the world's two largest diabetic populations (WHO 2013). 3 Most importantly, there is no known reliable cure and management of the disease by monitoring and control is essential for the wellbeing of the millions of sufferers.
Biosensors, as classically defined, incorporate biological or biologically derived sensing elements that harness the exquisite specificity and sensitivity of living systems in conjunction with electronic transducers and processors, to either provide data or to directly actuate an appropriate response. The most powerful example to date, has been the evolution of glucose biosensors used in conjunction with the artificial or "bionic" pancreas. 4 Enzyme electrodes for glucose detection 16 In general, the scaffold's mechanical properties can be tuned depending on the monomer concentrations, such that the user can choose a formulation with appropriate flow properties that can be easily injected. Also, the diffusion of bioactive molecules and analytes can be controlled by the cross-linking density as a function of monomer concentration such that the hydrogel properties can be readily modulated. 2 Material characterization was carried out using FT-IR and oscillatory rheology to assess the structural and mechanical properties, respectively.
Chronoamperometric measurements of glucose using the ECH were achieved by encapsulating glucose oxidase (GOx) inside the hydrogel matrix serving to produce a soft sensor that conforms 5 to the tissue matrix. Amperometric detection at the PPy generated sufficient signal to detect relevant levels of glucose over the range 0 to 10mM. To simulate the utility of these biocompatible ECM mimetic hydrogel sensors in practical use, the injectable ECH was administered into porcine meat for continuous measurement of glucose over 5 days using a co-axial electrode design. Our novel work can be adapted for a very wide range of analytes and opens new possibilities for both research and clinical application of in vivo biosensors.
We have previously identified some of the criteria necessary to design an injectable hydrogel. 7, 8 Chemical crosslinking provides unique control over manipulation of material properties such that the mechanical and structural properties can be tuned by varying the concentrations of precursor monomers. 7, 8 In this paper, we have used MAC as a ECM mimetic building block and pyrrole as a monomer to form the CP. They were co-polymerized under physiological conditions using redox initiators/oxidants ammonium per sulphate (APS), iron (III) tosylate and N, N, N, Ntetramethylethylenediamine (TEMED), where methylenebis(acrylamide) (MBAA) served as crosslinking agent between methacrylate groups in MAC. Figure 1A , illustrates the fabrication route of the ECH. The ECH was spontaneously formed as a self-supporting material, after the injection, that could be molded into any desired shape and size.
The presence of PPy and collagen in the ECH hydrogel was characterized using FT-IR ( Figure   1B ). The peaks at 1650 cm -1 and 1560 cm -1 represent the characteristic amide I (C=O stretching) and amide II (N-H bending) in collagen. 17 The peaks at 811cm -1 and 1036cm -1 are attributed to C-H wagging and C-H in plane stretching respectively, whereas the peak at 1685cm -1 represents C=N stretching in PPy. 18 The presence of characteristic collagen peaks and PPy peaks in the we have evaluated the rheological properties of ECH. In our earlier reports, we have shown that the introduction of methacrylate functional groups in the collagen side chains allows the user to tune the mechanical properties depending on the concentrations of MAC and cross linker. 8 Figure   1C , shows the storage modulus of ECH, that can be tuned as a function of MAC content (wt%) from 1kPa (20) to 3kPa (50). In order to use a formulation that can be easily administered in a minimally invasive manner, we chose ECH20 for our further studies. Glucose oxidase (GOx) was added into the ECH20 formulation in a syringe mixer before polymerization and the sensing properties of the resultant hydrogel was further investigated.
In order to check the sensing characteristics of the injectable glucose sensor based on ECH20, in vitro characterization in PBS buffer solution (pH=7.4) was performed. ECH20 containing glucose oxidase was cast on an adhesive copper tape having an area of 1 cm 2 with a very narrow strip in the upper part to allow electrical connection. Figure 2A shows the chronoamperometric responses from the injectable sensor with an applied voltage of 0.6 V (vs. Ag/AgCl) when it was immersed in PBS buffer solution with different glucose concentrations. As can be seen, the current increased with increasing glucose concentration, as expected, until the sensor reached saturation. 19 The current obtained during chronoamperometry in different glucose concentrations after 100 s, conditions. After 10 measurements, constant performance of the sensor could be observed, with precision similar to the standard deviation of the data presented in Figure 2B under the same 7 conditions. The calibration curves were obtained on different days after the generation of the ECH20 to check its stability. Figure 2D shows the calibration curves obtained after 27 days. We observed no sensing response of ECH20 during the first hour after fabrication of ECH20 (day 1), resulting in a chaotic calibration curve. This could be attributed to the slow polymerization of pyrrole which may not be complete at that time. After 24 hours post fabrication, the sensing activity of ECH20 behaved as in the chronoamperometric graph showed in Figure 2A . Figure 2D also shows that the glucose signal decreased on average with time, which could be due to the loss of material attached to the copper tape during storage. In order to select the best time for the experiment the coefficient of determination R 2 ( Figure 2E ), sensitivity ( Figure 2F ) and Limit of Detection (LOD) ( Figure 2G ) were examined. They were obtained after linear fitting of the calibration curves using different experimental times (0.2, 20, 40, 60, 80 and 100 s) in different glucose concentrations (0, 1, 2, 3, 4 mM). It can be seen that both R 2 and LOD improved after longer times. After only short times of potential application (0.2 s), the LOD of more than 2 mM indicated that the sensor was not useful for practical application. After 60s, the three parameters studied remained constant, with no advantage accruing for longer times. Thus, 60s was the time selected for the measurements. From our results, we found that ECH20 present higher sensitivity and similar limit of detection compared to other hydrogel-based glucose sensor. 20 There is some controversy in the literature regarding hydrogen peroxide electrochemistry at PPy. Despite numerous reports about glucose sensors based on GOx immobilised in PPy, there are other reports suggesting that hydrogen peroxide electrochemistry occurs on the supporting metal or at incorporated metal nanoparticles. 21, 22, 23 In order to elucidate the mechanism of our sensor, we followed the electrochemistry of increasing concentrations of hydrogen peroxide solution at our chemically polymerized PPy on paper in the complete absence of metal i.e. the electroactivity of 8 metal did not interfere with the detection of glucose ( Figure S2 -supporting information) . Thus, confirmed that our system is an injectable glucose sensor with all the electrochemical sensing reactions taking place inside the gel. ECH20 encapsulated with GOx was then injected into porcine meat. A home-made co-axial needle was used to ensure proper electrical contacts to detect glucose by chronoamperometry. The injected ECH was used to measure glucose from day 1 to day 5 in porcine meat. At day 1, the sensor response was insufficient to detect glucose, and this can be attributed to incomplete polymerization of pyrrole as already illustrated in Figure 2D . On day 2, a reasonably reliable glucose measurement could be taken. After the second day, the signal decreased ( Figure 3A ). It is known that the amount of glucose decreases over time in stored meat due to aerobic metabolism by microorganisms present in the meat. 24, 25 In order to correlate the amount of glucose present in the porcine meat with that measured by the injected ECH, the meat samples were separately assayed using a glucose-hexokinase assay. The sensing responses from the injected ECH20 correlated with the amounts of glucose estimated from glucose-hexokinase activity 24 hours after gel injection ( Figure 3A ). To estimate whether the ECH20 soft sensor was still active after being injected into meat, the injected ECH20 was removed from porcine meat after 5 days and attached to a new copper tape electrode. Figure 3B shows the calibration curve of the glucose sensor in vitro in different concentrations of glucose in PBS buffer solution, post extraction of the injected ECH from meat.
In summary, predictable manipulation and fabrication of electrically responsive hydrogel scaffolds was achieved by using two different (natural/insulating and conducting) functional components. The insulating polymer provided a biocompatible 3D scaffold matrix and the CP imparted electrical conductivity to the scaffold so that it could be used as a functional material for 9 biosensor applications. Utilizing the advantages of MAC (a natural polymer), PPy (conducting polymer) and GOx (glucose responsive element), an injectable ECH was fabricated using free- 
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In situ gellable electro-conductive collagen hydrogel that can be injected on electrode surface or into the porcine meat to detect glucose by chronoamperometric measurements
The gap was adjusted from the original sample height, compressing the sample to reach 0.03N; bulk modulus (G') and viscous modulus (G'') were recorded 0.1-25Hz at 25˚C using 8mm aluminium plate geometry (n=3). Glucose Oxidase was encapsulated into the hydrogels before crosslinking using the syringe mixing procedure.
The conductivity of the ECH20 hydrogel was measured by filling a plastic tube having a length of 8.01±0.08 mm and an inner diameter of 3.00±0.03 mm with ECH 20. Electrical connections were performed using copper tape on both ends of the tube. The four points probe test was followed, using a power source Aim TTi PL303-P to apply electrical current and a digital multimeter Multimetrix® DMM220 to measure the potential.
Electrochemical characterization
All the electrochemical experiments were performed in a glass, single compartment three- 
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In-tissue injection and glucose monitoring
In order to perform the glucose monitoring experiments in tissue, a home-made co-axial needle was prepared as follows: first, 1 cm diameter stainless-steel tube with external thread was inserted in the meat piece by pressing the meat (fresh pork loin, bought from local supermarket).
Then, a stainless-steel needle (diameter 20G) was covered in the upper part (leaving 2 cm uncovered) with Parafilm® to avoid shortcuts with the outer tube and, inserted through the outer needle until the Parafilm® touched the meat. Then, using the syringe the ECH20 was injected in the meat. The electrical connections of the two separate parts (inner needle acting as working electrode and outer tube acting as reference and counter electrodes) were achieved using two crocodile clips.
Meat sample homogenization for glucose detection by glucose-hexokinase assay
The glucose content in porcine meat samples was assayed according to previously described methods. 2, 3 Briefly, one gram portion of porcine meat (obtained from local supermarket) was chopped up with a razor blade and homogenized in 2.5mL of 6% (w/v) perchloric acid and hydrolyzed with amyloglucosidase from Aspergillus niger (Sigma) for 2 hours followed by centrifugation for 15 min. Clear supernatant was used for measurement of the glucose content in porcine meat using glucose-hexokinase assay kit (Sigma).
Electroactivity of ECH20
The electroactivity of ECH20 showed ( Figure S1 ) a clear reduction peak can be observed at -0.2 V and a oxidation one at 0.0 V. 
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